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Abstract

The main objective of our work is to perform an in depth analysis of the structural features of

normal choriocapillaris imaged with OCT Angiography. Specifically, we provide an optimal

radius for a circular Region of Interest (ROI) to obtain a stable estimate of the subfoveal

choriocapillaris density and characterize its textural properties using Markov Random

Fields. On each binarized image of the choriocapillaris OCT Angiography we performed

simulated measurements of the subfoveal choriocapillaris densities with circular Regions of

Interest (ROIs) of different radii and with small random displacements from the center of the

Foveal Avascular Zone (FAZ). We then calculated the variability of the density measure with

different ROI radii. We then characterized the textural features of choriocapillaris binary

images by estimating the parameters of an Ising model. For each image we calculated the

Optimal Radius (OR) as the minimum ROI radius required to obtain a standard deviation in

the simulation below 0.01. The density measured with the individual OR was 0.52 ± 0.07

(mean ± STD). Similar density values (0.51 ± 0.07) were obtained using a fixed ROI radius

of 450 μm. The Ising model yielded two parameter estimates (β = 0.34 ± 0.03; γ = 0.003 ±
0.012; mean ± STD), characterizing pixel clustering and white pixel density respectively.

Using the estimated parameters to synthetize new random textures via simulation we

obtained a good reproduction of the original choriocapillaris structural features and density.

In conclusion, we developed an extensive characterization of the normal subfoveal chorio-

capillaris that might be used for flow analysis and applied to the investigation pathological

alterations.

Introduction

The choroid is a multifunctional vascular structure, whose main functions range from provid-

ing nourishment for the external layers of the retina to thermal regulation [1]. This vascular

structure is usually divided into 5 layers (from the closest to the retina): the Bruch’s membrane,
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the choriocapillaris, the Haller’s layer, the Sattler’s layer and the suprachoroid [1]. Recent

development of Optical Coherence Tomography Angiography (OCT-A) techniques has

allowed a more extensive imaging of the living eye vasculature. These imaging techniques rely

on the light scattering produced by moving blood cells during OCT acquisition to obtain

enhanced contrast of perfused retinal and choroidal vessels [2]. Differently from the retinal

vascular system, the choroidal vasculature is not fully resolved by OCT-A: structures below the

choriocapillaris are masked by the highly scattering overlaying tissue, although the Sattler’s

layer can be partially visualized [2]. Thus, the choriocapillaris is, at present, the most clearly

investigable choroidal tissue with OCT-A [3]. It’s implication in several retinal diseases, both

hereditary and age related, is raising interest for this peculiar vascular structure and its features

in OCT-A [4].

Detailed visualization of the choriocapillaris has long been limited by conventional dye

based methods (Fluoresceing Angiography, FA, and Indocyanine Green Angiography, ICG-

A) due to scattering of fluorescent signal from retinal tissues and leakage from choroidal and

retinal vessels [4]. Choriocapillaris is an intricate anastomosed network of fenestrated capillary

vessels of 20–40 μm in diameter, with an overall 10 μm thickness at the subfoveal location and

7 μm at the periphery [2]. In OCT-A imaging, it appears as a mesh-like homogeneous tissue

and single vessels are usually not discernible [2].

Although some attempts have been made to provide quantitative description of this com-

plex network [4, 5], a careful characterization of its features in normal subjects is still lacking.

We mostly focused on the subfoveal region for two main reasons: on one hand, it is the region

most likely related to the visual function; on the other hand, it is a homogeneous vascular net-

work less affected by projection artifacts from superficial retinal vessels, since most of its area

is covered by the Foveal Avascular Zone (FAZ). We decided to focus on two main aspects: 1)

the accurate estimation of the subfoveal choriocapillaris vascular density and 2) the characteri-

zation of the textural properties of the subfoveal choriocapillaris.

For the first aim, we used a Monte-Carlo approach to obtain optimal measures of the vascu-

lar density on binarized images of the choriocapillaris OCT-A. Monte-Carlo methods are a

class of simulation strategies able to provide estimation of parameters when complex or

unidentified distributions are involved and have been proven extremely useful in biomedical

problems and visual neuroscience [6–8]. In our case, using circular Region of Interest (ROI) of

different radii with small random displacement of their center, we calculated the variance of

the density measurements and defined an optimally small circular area to obtain stable mea-

surements. For the second aim, we estimated the textural properties of the binarized chorioca-

pillaris estimating the parameters of an Ising Model and simulated realization from the model

to check its ability of reproducing the original texture. The Ising model is a special case of

binary Markov Random Field (MRF) that deals with binary processes on a regular lattice and

is widely recognized, along with other random fields, as a precious tool for texture analysis,

texture synthesis and image segmentation in biomedical and retinal imaging [9–12] and here

we employed its precious abilities of modeling complex spatial patterns of the irregular tex-

tures of the choriocapillaris layer.

Methods

We retrospectively analyzed 32 healthy eyes from 25 patients from an Eye clinic in Milan (Ret-

ina 3000 Foundation Eye Clinic). The Retina 3000 Foundation does not require the evaluation

from the IRB for retrospective anonymous analysis on imaging data acquired during normal

clinical practice. However, all participant provided explicit informed consent for any future

treatment of the data for research purposes in anonymous form at the moment of examination.
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Our research adhered to the tenets of the Declaration of Helsinki. Informed consent for the

treatment of the data was acquired from each patient. All data were anonymized prior to analy-

sis. OCT data were acquired with RTVue XR Avanti SD-OCT (OptoVue) with a 3 mm x 3 mm

scanning protocol. OCT-A data were obtained with the SSADA (Split Spectrum Amplitude

Decorrelation Analysis) algorithm and retinal layers were segmented according to the auto-

mated segmentation provided by the built in software. Images of the superficial vascular layer

and the choriocapillaris were exported as RAW data and read using a MATLAB (MATLAB,

The MathWorks Inc., Natick, MA, 2000) routine. Only high quality images were selected for

this analysis, being especially careful to avoid images with motion or blink artifacts.

Image processing

The FAZ was automatically detected using a custom made MATLAB routine (see Fig 1A).

Briefly, we thresholded the superficial OCT-A image and calculated the distance map on the

binarized image. Edges of the FAZ were detected as the pixels with a value on the distance map

less than 3 to exclude any artifactual bridges between contiguous avascular zones occurring

during thresholding (Fig 1A). For few (2) cases with very small FAZs, detection was not accu-

rate and had to be manually corrected.

Choriocapillaris OCT-A image was transformed in a binary image for density analysis

using a custom made MATLAB routine. Briefly, we equalized the image using the adaptive his-

togram equalization algorithm provided by MATLAB with the default setup and then we thre-

sholded the equalized image at a fixed threshold of 0.3 (Fig 1B). For all the analyses we used

images resulting from the projection artifact removal algorithm of the RTVue XR Avanti

software.

Simulation for density measure stability

Throughout the paper, for the choriocapillaris, we define density (calculated on the binary

thresholded image) as the number of white pixels over the total number of pixels in the region

considered. This number is adimensional. To assess the minimum extension of the circular

Region Of Interest (ROI) required to obtain stable measurements of the subfoveal choriocapil-

laris density we used a simulation approach: firstly, we used the centroid of the FAZ detected

on the superficial layer as the barycenter of the simulation; we then performed, for each image,

10000 random measurements of the choriocapillaris density within circular areas; for each

measurement, we extracted a random radius length from a uniform discrete distribution on the

interval [10, 1000] μm with 10 μm spacing (corresponding to the minimum spatial resolution, i.e.

one pixel increase); then, we independently sampled a random displacement from the barycenter

from a bivariate isotropic normal distribution with zero mean (μ = 0) and σ = 10 pixel (100 μm)

to simulate small errors in the manual placement of the measuring circular area that could occur

during common clinical practice. We combined these two random extractions to generate ran-

dom ROIs with random displacement from the barycenter and random radius length; in each

random ROI we measured the choriocapillaris density. We used these measurements to calculate

the mean and standard deviation (STD) of the measured density at each radius length. We used a

cut-off of 0.01 on the standard deviation to calculate the optimal radius length, defined as the

minimum radius length that allowed a STD of the measured density<0.01.

All calculations for this section were performed using custom MATLAB routines.

Ising model for texture characterization

We used the Ising model to characterize the texture properties of the binary images of the

choriocapillaris. The Ising model is a special case of binary Markov Random Field (MRF) that
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Fig 1. FAZ identification and choriocapillaris binarization. Fig 1.A shows an example of normal superficial

vascular layer of the retina. The FAZ is highlighted in blue. Fig 1.B shows the original choriocapillaris of the

same subject (on the left) with the central 100 x 100 pixel area considered for the estimation of the parameters

of the Ising model highlighted by a red square; the same area highlighted on the thresholded version of the

same image to create a binary image for density calculation. Notice the projection artifacts from superficial

vessels on the right side of the image and how they are excluded by considering the central part of the image.

https://doi.org/10.1371/journal.pone.0185256.g001
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deals with binary processes on a regular lattice, originally proposed by Ernst Ising to model

spin interaction in ferromagnetic materials. Here, for ease of computation, all white pixels

were equal to 1 and all black pixels equal to -1. Let I be the set pixels in the image. A binary ran-

dom field is then a collection of binary random variables {Xi: i 2 I}. We denote the neighbors

of i by δi. A random field is called a Markov random field (MRF) if the conditional distribution

of any pixel (xi) given the values of all other pixels (x − i) only depends on the values of its

neighbors,

Pðxij x � iÞ ¼ Pðxij diÞ ð1Þ

We chose a 4-element neighborhood system, including the closest pixels on the vertical and

horizontal axis. Then, the probability of a certain configuration of black and white pixels

depends on the neighboring system according to

P Xð Þ ¼
1

Z
expð� UðXÞÞ ð2Þ

where U is the potential energy of the configuration X (the collection of all the outcomes of the

random variables in a particular realization of the random field). U is defined as [13]

UðXÞ ¼ � b
X

i2I; j2di

xixj ð3Þ

where the summation is taken over all edges; Z is the partition function, or the summation of

the exponential of potential energy over the set of all possible configurations (O) of black and

white pixels in the chosen image

Z ¼
X

X � O
expð� UðXÞÞ ð4Þ

β defines the ‘attractive’ parameter, regulating how pixels with similar values tend to cluster

together, with higher values associated with higher clustering. Since, for this kind of models, it

is not possible to calculate U(X) for all possible configurations (and thus the constant Z), it is

impossible to obtain Maximum Likelihood Estimates (MLEs) of the parameters (in the follow-

ing formula generically denoted as ϑ). Therefore we estimated the parameters using a Maxi-

mum Pseudo Likelihood Estimate (MPLE) introduced by Besag [14] which uses log-Pseudo

Likelihood (logPL) goodness of fit indicator based only on local indicators

logPL ðWÞ ¼
X

i
lnðPW

Xi jXdi
ðxijxdiÞÞ ð5Þ

The model defined above only accounts for clustering of the pixels and, for each configura-

tion, its inverse is equally probable. To ensure reproduction of the correct density of the true

choriocapillaris we introduced an additional parameter that modeled the preferential preva-

lence of white or black pixels.

So the full Hamiltonian (or total potential energy, H) of the system is defined as

HðxÞ ¼ � b
X

i2I; j2di

xixj � g
X

i2I

xi ð6Þ

where a positive (negative) value of the second parameter γmakes the presence of white

(black) pixels more likely. The MPLEs of the two parameters where obtained for each image
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using a numeric maximization of the following logPL over the parameter space.

logPL b; gð Þ ¼
X

i

log
expðb

P
j2dixi xj þ g xiÞ

2 coshðgþ b
P

j2di xjÞ

 !

ð7Þ

We then used a classic Metropolis-Hastings Markov Chain Monte Carlo (MH-MCMC)[15]

to generate random realizations of the Ising model with the estimated parameters to compare

the results from the model with the original images.

All calculations for this section were performed using custom MATLAB codes.

Statistical analysis of the results

A variety of linear models, have been used throughout the paper. Within the frame of linear

models, we used random effects deal with correlated observations (especially measurements

from the two eyes from the same subject, or repeated measures from the same eye).

All statistical analyses were performed in the R scripting environment.

Results

Study population

We retrospectively reviewed images from patients that referred to our clinic from June 2015 to

July 2016. We selected patients with 10/10 Best Corrected Visual Acuity (BCVA) in the eye

considered for the analysis and no evident alterations at the OCT scanning in the same eye.

Other clinical parameters, such as axial length and precise refractive correction, were not avail-

able for many patients and thus not considered. In spite of this, it has been shown that, differ-

ently from retinal vessels, axial length has no significant effect on choriocapillaris density[5].

Although this parameter could be safely disregarded, we did not select eyes showing evident

staphyloma or important alterations in the shape of the posterior pole. Based of these criteria,

we selected images of 32 normal eyes out of 25 subjects. Selected subjects had a mean age 49.8

(STD ± 16.4; range 16–86) at the time of the OCT scanning.

Choriocapillaris density

As explained in the Methods section, we used a simulation approach to calculate the stability

of the choriocapillaris density measure with different ROI areas when the position of circular

ROIs used for the calculation was perturbed by random displacement from the center of FAZ.

Such random displacement was drawn from an isotropic bivariate normal distribution with

zero mean and σ = 10 pixels; the idea was to obtain an estimate of the minimum area of the

measuring ROI required for the measure not to be highly dependent on small variations in

ROI’s center position. The importance of detecting the minimum area required relies in the

fact that we were particularly interested in the estimation of the subfoveal choriocapillaris den-

sity, as the region with less projection artifacts and more related with possible alterations in the

visual function.

Such calculation was performed on each of the full 3 x 3 mm (304 x 304 pixel) decorrelation

images from the SSADA algorithm, after equalization and thresholding (as described in the

Methods section). All calculations have been performed by displacing the circular ROI area on

the original images, and no synthetic images were generated. Thus, the simulation was used to

randomly displace the circular ROI around the foveal region of each original image several

times while increasing the radius of the ROI. At each displacement the density was calculated.

Results of the simulations for three representative cases are reported in Fig 2A–2C. Here, for

three images with different choriocapillaris density, we plotted the 10000 measured densities
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Fig 2. Choriocapillaris density estimation at increasing ROI radius. Fig 2.A-C shows density estimates

of three exemplar choriocapillaris images. Scattered points indicate the random density measures taken on

the binarized image of the choriocapillaris with circular ROIs with different radii randomly extracted from a

uniform distribution interval [10, 1000] μm with 10 μm spacing and random displacement from the FAZ center

(independently sampled from a bivariate isotropic normal distribution with zero mean and σ = 10 pixel (100 μm)

to simulate small errors in the manual placement of the measuring circular area). Mean and Mean ± STD were
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from the simulation against the radius (in μm) of the measuring areas. Overlaid on the scatter

plot, the mean density value at each radius length (blue line) and the corresponding mean ±
STD (red lines) values.

It is evident how the variability of the density measure starts very high with small measuring

areas and drastically decreases between 400 and 600 μm. For each image, we calculated the

minimum radius length needed to reach below a maximum STD value (arbitrarily chosen to

be< 0.01) in the simulations and denoted it as the Optimal Radius (OR). Here, the term Opti-

mal is not related to any particular application. Instead, it refers to the smallest radius that

yielded an acceptable variance of the measure for small displacements, in an attempt to reduce

the intrasubject variability while including the least possible amount of extrafoveal tissue.

The mean value for OR was 420.62 ± 69.9 μm (mean ± STD), ranging from 290 to 620. The

choriocapillaris density measured with the individual OR was 0.519 ± 0.07 (mean ± STD).

Since we wanted to set a standard usable radius for clinical practice, we rounded the mean

value to 450 μm (45 pixels) and used it as a safe Standard for Density Measurement (SDM).

The error of this simplification was calculated by computing the difference in the estimated

density between the OR area (denoted as the Optimal Density) and the SDM area (denoted

as the Standard Density), both centered on the center of the FAZ, which was 0.0014 ± 0.013

(p = 0.62). The choriocapillaris density measured with the SDM was 0.517 ± 0.07 (Mean ±
STD).

Both the Optimal Density and the Standard Density were weakly (but significantly, p = 0.023

and p = 0.048 respectively) negatively correlated with the Age of the subjects, but no correlation

could be found with the OR (see Table 1 and Table 2 for numerical values and correlation

coefficients).

To explore any influence of media opacities and other characteristics affecting the image

quality, we analyzed the relationship between the calculated densities and the Signal Strength

Index (SSI) provided by the device. Although all subjects were healthy with 10/10 BCVA we

found a wide range of SSI values (70.19 ± 7.99, Mean ± STD; Range = 55–88). The SSI was

strongly correlated with the age of the subject (-0.27 ± 0.08 per year, Estimate ± Standard

Error, p = 0.0025). The Optimal Density was weakly correlated with the SSI (0.004 ± 0.001,

p = 0.028) while the Standard Density was not (0.0026 ± 0.001, p = 0.12).

To explore the effects of threshold selection on the Standard Density measure we calculated

density values while changing the threshold used to binarize the choriocapillaris image. The

calculated at each radius length an overlaid on the scattered points (blue lines and red lines respectively).

Notice how the variability of the measure decreases between 400 and 600 μm radius length.

https://doi.org/10.1371/journal.pone.0185256.g002

Table 1. Descriptive statistics of important variables.

Mean STD

Age 49.8 ± 16.4

OR (μm) 420.62 ± 69.9

OD 0.519 ± 0.074

SD 0.517 ± 0.074

β-parameter 0.34 ± 0.03

γ-parameter 0.003 ± 0.012

Table 1 reports mean and standard deviation of different variables mentioned within the paper.

STD = Standard Deviation; OR = Optimal Radius; OD = Optimal Density; SD = Standard Density

https://doi.org/10.1371/journal.pone.0185256.t001
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results are depicted in Fig 3. Threshold was increased by 0.1 at each step, from 0 to 1. As

expected, the mean Standard Density value decreased at increasing threshold values in a sig-

moid fashion. Fig 3 shows how the selected threshold (0.3) lies on the steepest part of the sig-

moid curve, determined as the point of maximum gradient in the curve.

Texture properties of the choriocapillaris OCT-A

When reviewing the binarized images of the choriocapillaris, we realized that each image,

although presenting a scattered appearance in the distribution of the white pixels, had some

characteristic spatial features. Since the OCT-A scans of the choriocapillaris, in contrast with

the superficial vascular layers, do not have any readily recognizable structure, we decided to

use Markov Random Field models (see Methods) to characterize the texture properties of the

binarized images. MRFs have many different applications in physics, statistics and, more

recently, in image analysis, since they are able to build a model for characterizing a texture and

eventually generate synthetic random samples of a new texture with similar characteristics.

When dealing with binary images, one simple choice is to work with a specific subtype of

MRFs, the Ising model. First introduced to model the spin orientation in a ferromagnetic

material, it has been adapted to describe various kinds of phenomena with a binary output.

To obtain stable results, we concentrated on the central 100 x 100 pixel subfoveal area cen-

tered on FAZ. In the previous section we showed how a 90 pixel was the minimally sufficient

diameter of a circular area for a stable estimation of choriocapillaris density. A slightly larger

squared area was chosen for the evaluation of texture properties as the one providing stable

texture synthesis (see below) from the estimated parameters of the Ising model upon several

trials. In none of the chosen 100 pixel squared areas we could detect any significant projection

artifact from the superficial layers (see Fig 1 and the block diagram in Fig 4).

Table 2. Correlation of different quantities tested.

Dependent variable:

SD OD β-parameter Density of Square Image

Univariate Multivariate

Age -0.002** -0.002**

(0.001) (0.001)

OR -0.00003 -0.0002*

(0.0001) (0.0001)

γ-parameter -1.045*** 5.337*** 5.507***

(0.379) (0.468) (0.504)

β-parameter 0.191

(0.205)

Intercept 0.606*** 0.523*** 0.619*** 0.590*** 0.345*** 0.487*** 0.421***

(0.049) (0.043) (0.047) (0.045) (0.005) (0.006) (0.071)

Note

*p<0.1

**p<0.05

***p<0.01

Table 2 reports the regression coefficients (along with the respective standard errors in brackets) describing meaningful relationships of important variables

with each other. In the last two columns, the Density of Square Image refers to the density of the square area on which the Ising model parameters were

estimated (Univariate refers to the correlation of such density with the γ-parameter alone and Multivariate with the β and γ-parameter simultaneously).

STD = Standard Deviation; OR = Optimal Radius; OD = Optimal Density; SD = Standard Density

https://doi.org/10.1371/journal.pone.0185256.t002
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In our case, as explained in the Methods section, we used a 4-element neighborhood and

estimated two parameters from each image, β and γ. The first parameter, β, can be thought of

as a “clustering” parameter, indicating how nearby pixels interact: with higher values, nearby

pixels will be more likely to be similar, while, when approaching zero, pixels will be spatially

independent. The second parameter, γ, represents the preference of the model to favor white

pixels (if positive) or black pixels (if negative): thus, this second parameter is mostly related to

the overall density of white pixels (see Fig 5B and Table 2). The parameters were estimated via

Fig 3. Effect of threshold selection on Standard Density estimates. The figure shows how density estimates in a circular

area with a radius of 450 μm (Standard Density) change when using different threshold values to obtain binary images from

decorrelation agiograms of the choriocapillaris. The threshold has been increased at 0.1 steps and applied to all images

each time to calculate the density. The blue line represents the mean density value at each threshold value, the red dots

represent the value calculated for each image and the pink arrow point highlights the threshold value used in this study. Note

how the selected value is centered on the sigmoid shaped curve of mean densities, allowing a wide range of possible values.

https://doi.org/10.1371/journal.pone.0185256.g003
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Pseudolikelihood. The procedure for obtaining the Ising estimates is summarized in the block

diagram in Fig 4.

The mean value of the estimated β parameters was 0.34 ± 0.03 (Mean ± STD) with a

coefficient of variation (CV) of 0.08, while the mean value of the estimated γ parameters

was 0.003 ± 0.012 (Mean ± STD) with a CV of 3.77. The two parameters showed a significant

correlation with each other (p<0.01, β regressed on γ) and the γ parameter showed a strong

positive correlation with the overall density measured on the considered square area (R2 =

0.82, p<0.01, see Fig 5B and Table 2). The two parameters were also used as predictors for the

density in a multivariate model (see Table 2); although these two predictors were significantly

correlated, the Variance Inflation Factor for the multivariate model was low (1.15); in this

case, the γ parameter was the only significant predictor (p<0.01).

As for the Standard Density, to explore the effects of threshold selection on the Ising param-

eter estimates we calculated parameter values while changing the threshold used to binarize

the choriocapillaris image. Density value on the square region (denoted as Square Density)

used to calculate the Ising parameters (see Methods) was also calculated. Results are depicted

in Fig 6. Ising parameters were very unstable at extreme threshold values (below 0.1 and above

0.5). Similarly to the Standard Density, the mean Square Density value decreased at increasing

threshold values in a sigmoid fashion. Fig 6 shows how the selected threshold (0.3) lies on the

steepest part of the sigmoid curve and in the center of the rage where stable parameter esti-

mates for the Ising model could be obtained.

We then used simulations from the MH-MCMC (see Methods) to compare the results

from the estimated model with the real textures. Fig 7 provides some representative results

from the simulation (on the left) compared with the original binary image (in the center) the

parameters were estimated from. On the right side, the graphs show the Hamiltonian of the

system decreasing as the simulation proceeds. One crucial point was to define a stopping crite-

rion for the simulation: indeed, there is a rapid decay of the Hamiltonian during the first

100000 iterations, but, upon several trials, a stable Hamiltonian did not guarantee that the sim-

ulation had reached the target density. One good criterion that we have adopted is to wait

150000 iterations and then stop the simulation whenever it reached a density close to the origi-

nal image (with a tolerance of ± 0.01). This procedure ensured that the spatial properties were

accurately represented before stopping the MCMC based on the density alone. In some cases,

with extreme values for the parameters the MCMC took a long time to converge to the original

density (more than 300000 iterations).

Discussion

In our work, we performed an in depth analysis of the features of the choriocapillaris in nor-

mal eyes as visualized with OCT-A. We primarily focused on a correct estimation of the den-

sity of the subfoveal choriocapillaris. Although measurements of the choriocapillaris density

(with a method comparable to ours) have already been provided [5], the choice of the ROI cir-

cular area to perform calculations has been somehow arbitrary. Here, for the first time, we pre-

cisely analyze how the choice of the ROI area affects the precision of the measurements. By

Fig 4. Block diagram of the image processing steps for the Ising model. The block diagram shows the

preprocessing steps used to obtain the final binary image used to calculate the parameters of the Ising model.

In the first step we identified the FAZ on the superficial layer; then we thresholded the choriocapillaris image

as described in the Method section (fixed threshold after adaptive histogram equalization); finally, we selected

the central 100 x 100 pixel area centered on the FAZ from the thresholded and used that to estimate the β and

γ parameters.

https://doi.org/10.1371/journal.pone.0185256.g004
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selecting a ROI radius of 450 μm (45 pixels) we achieved a strong reduction in the measure-

ment variability while avoiding the extrafoveal choriocapillaris to influence the measured den-

sity. This is of particular importance, since the extrafoveal choriocapillaris is acknowledged to

have different features, both in terms of density and appearance [16], while carrying a signifi-

cant risk of including projection artifacts from superficial thicker vessels. Defining a standard

for density measures is an important objective, given the increasing importance of OCT-A

technology in investigating the living eye vasculature both in normal and diseased eyes [16–

Fig 5. Correlation of the Ising model parameters. Fig 5-A shows a plot of the negative correlation of the

two parameters of the Ising model (p<0.01). Fig 5-B shows a plot of the choriocapillaris density of the γ
parameter of the Ising model (p<0.01).

https://doi.org/10.1371/journal.pone.0185256.g005

Modeling and measuring OCT angiography features of the normal choriocapillaris

PLOS ONE | https://doi.org/10.1371/journal.pone.0185256 October 11, 2017 13 / 19

https://doi.org/10.1371/journal.pone.0185256.g005
https://doi.org/10.1371/journal.pone.0185256


18], in order to obtain comparable results both for clinical and scientific purposes. Compared

to Wang et al (density within the 1 mm ring 0.45 ± 0.03), our results show higher density val-

ues and higher intersubject variability [5]. Since Wang et al. used a similar area size for the

measuring ROI (1 mm diameter) compared to ours (0.9 mm) it is difficult to identify an obvi-

ous reason for this discrepancy: possible explanations could rely in the different population

analyzed, the different sample size (much bigger in Wang et al.) and slight differences in the

measuring technique (most importantly threshold settings). In this perspective, we also pro-

vided a detailed analysis of how threshold selection can affect our measurements. We chose a

fixed threshold on equalized images rather then an adaptive threshold, so we could easily

change the threshold value and analyze the effect on calculated density values. The chosen

threshold (0.3) resulted to be located in the steepest part of the sigmoid curve, as depicted in

Fig 3. This is important, since the steepest point on a sigmoid curve is the one that theoretically

allows the largest variability when measuring density in different subjects and/or eyes. Allow-

ing larger potential intersubject variability might yield a better discriminative power between

healthy and unhealthy subjects, but these hypothesis needs to be confirmed with analyses on

large cohorts of patients with specific diseases.

Standard Density was significantly (although weakly) negatively correlated with the age of

the subject (p< 0.05) but not with the SSI, possibly indicating that the measure is able to cap-

ture the normal aging process of the choriocapillaris. This analysis should be interpreted care-

fully, since a significant (and stronger) correlation existed between age and SSI. In this sense, a

Fig 6. Effect of threshold selection on Ising model parameters and square density. The figure shows how parameter estimates from the Ising model

change when using different threshold values to obtain binary images from decorrelation agiograms of the choriocapillaris. The threshold has been

increased at 0.1 steps and applied to all images each time to calculate the density. In each plot, the blue line represents the mean of the parameter

estimates at each threshold value, the red dots represent the value calculated for each image and the pink arrow point highlights the threshold value used in

this study. The plot on the far left shows how the density estimate on the square area used for the Ising model calculations changes with different threshold

values. As for the plot in Fig 3 the selected threshold is centered on the sigmoid shaped curve of the mean density values. The middle and rightmost plots

show how parameter estimates from the Ising model change when using different threshold values. The selected threshold is in the center of the interval

where stable measures are obtained. Note how the parameter estimates become unstable with extreme threshold values.

https://doi.org/10.1371/journal.pone.0185256.g006
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Fig 7. Simulation from the Ising model of different choriocapillaris textures. Fig 7.A-D shows simulation

from the Ising model using a Metropolis–Hastings sampler. On the left, the original image from a healthy

subject, on the center the simulation from the Ising model trained on the original texture. On the far right, a

graph showing how the Hamiltonian of the system decreases as the simulation goes on (sampled every 1000

iterations). Estimated coefficients for the Ising model are reported on the top of each original image, the white

pixel density (denoted as D) is reported below each respective choriocapillaris image, both original and

simulated.

https://doi.org/10.1371/journal.pone.0185256.g007
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correlation between density and SSI is expected, even in the case of no effect of the SSI on the

measure itself, simply due to an indirect effect of aging. To determine the impact of signal

strength on the measurements an analysis on a group of subjects with comparable ages and dif-

ferent degrees of media opacity (i.e. cataract) would be needed.

Since there has been no attempt, to our knowledge, to give a quantitative description of the

structural characteristics of the choriocapillaris, we tried and develop a model that could cap-

ture the essential structural behavior of this vascular layer. MRF models have been widely used

in image processing[9, 19, 20] both for modeling and segmentation. When it comes to binary

images, the Ising model is a natural choice as it is a very flexible model able to represent a great

variety of textures. This is clearly shown in Fig 5, where the images of the binarized chorioca-

pillaris differ greatly in terms of clustering and density and are all adequately synthetized by

the Ising model. Having a flexible model allowed a full characterization of complex images

with only two parameters. This is not only important for description, but can also be used for

constructing normative databases of the parameters for evaluating choriocapillaris images for

diagnostic purposes or as a generating model to obtain random realization of choriocapillaris

maps with desired characteristic for theoretical perfusion analysis. Indeed, density and cluster-

ing of the texture are easily controlled by modifying the β and γ parameters, the second being

strongly correlated with the textural density (Fig 5). It is difficult to definitely explain the

mutual correlation between the β and γ parameters. One possible explanation might rely in the

fact that the clustering and the density parameters operate in concert in determining the final

density, i.e. higher clustering requires only minimal contribution from the density parameter;

with high clustering, however, the γ parameters might have dramatic effects since small

changes might determine the switch of an unstable system from the high density to the low

density configuration, significantly affecting the results of the texture synthesis process. Such

behaviors might be better outlined by an extended simulation analysis. Indeed, in this perspec-

tive, the relationship between the two parameters could be much more effective in identifying

pathological conditions with extended choriocapillaris atrophy rather than the values of the

single parameters alone.

One limitation of this method is the difficulty in deciding a stopping criterion for the tex-

ture generation when the target density is not known, since there is no way to decide if the

algorithm has converged. One possible solution relies in the high predictive power of the esti-

mated γ parameter for the original density (Table 2 and Fig 5B), effectively allowing an estima-

tion of target density that can be used as a stopping criterion. A second limitation might be the

inclusion of projection artifacts in the density measures and structural analyses of the chorio-

capillaris. However, as in our data, this could be avoided by restricting the area of analysis to

the subfoveal region that is not overtopped by major superficial vessels, together with the

exploitation of artifact suppression algorithms provided by many visualization softwares [21]

or more advanced artifact suppression strategies [22]. These precautions were sufficient in our

dataset to avoid the influence of any evident projection artifacts from superficial layers. It has

to be noted, however, that, even if the whole choriocapillaris image could be safely analyzed,

the current implementation of the model might not be adequate to describe the behavior of

other parts of the choriocapillaris outside the foveal region. Location dependent variation of

the parameters of the model might be necessary to account for structural changes in the

peripheral choriocapillaris.

Future developments will be to increase the sample size of normal subjects to have a consis-

tent database for the normal density and texture parameters and to develop a continuous val-

ued spatial model for the choriocapillaris.

We strongly believe that such an approach is able to offer clinicians a compact, yet exhaus-

tive, description of this very complex vascular layer. Recently, Spaide showed that the
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choroidal flow imaged with OCT angiography can develop perfusion voids over time due to

aging [23], but a dynamical model describing this phenomenon is still lacking. The Ising

model could provide an effective method to model the aging process over time on follow up

series of choriocapillaris images. Indeed, the γ parameter showed a good correlation with the

overall density and could be used in a time dependent model to account for normal density

reduction in the aging choriocapillaris and detect (or possibly predict) deviations toward path-

ological modification of the choriocapillaris, while the β parameter might account for abnor-

mal clustering of dark pixels, identifying pathological perfusion void development or account

for different choriocapillaris structures, as in myopic eyes [24].

Further investigations will be needed to understand how the density measure and the Ising

parameters can change in different retinal diseases. Microvascular alterations of choriocapil-

laris have been reported, for example, in central serous retinopathy [25] and in geographic

atrophy [26]. Although in those cases pathological changes were readily detectable (especially

in geographic atrophy) texture analysis might help in detecting small precocious modifications

that might provide fast detection of patients at risk and a better understanding of the patho-

physiological mechanisms underlying the degeneration process, especially in terms of perfu-

sion impairment, that would be otherwise not detected.

Supporting information

S1 Data Repository. Data used for the analysis. Readable table containing all the density esti-

mates used in this study, the results of the Ising model, the signal strength index (SSI) for each

image, the age of each subject and the size of the foveal avascular zone (FAZ).

(CSV)

Author Contributions

Conceptualization: Giovanni Montesano, Davide Allegrini, Leonardo Colombo, Luca M.

Rossetti, Alfredo Pece.

Data curation: Giovanni Montesano, Davide Allegrini.

Formal analysis: Giovanni Montesano.

Investigation: Giovanni Montesano, Davide Allegrini, Leonardo Colombo.

Methodology: Giovanni Montesano, Davide Allegrini.

Project administration: Giovanni Montesano, Davide Allegrini, Luca M. Rossetti, Alfredo

Pece.

Resources: Giovanni Montesano, Davide Allegrini, Leonardo Colombo, Luca M. Rossetti,

Alfredo Pece.

Software: Giovanni Montesano.

Supervision: Giovanni Montesano, Davide Allegrini, Luca M. Rossetti, Alfredo Pece.

Validation: Giovanni Montesano, Davide Allegrini, Leonardo Colombo, Luca M. Rossetti,

Alfredo Pece.

Visualization: Giovanni Montesano, Davide Allegrini.

Writing – original draft: Giovanni Montesano, Davide Allegrini.

Writing – review & editing: Giovanni Montesano, Davide Allegrini, Leonardo Colombo,

Luca M. Rossetti, Alfredo Pece.

Modeling and measuring OCT angiography features of the normal choriocapillaris

PLOS ONE | https://doi.org/10.1371/journal.pone.0185256 October 11, 2017 17 / 19

http://www.plosone.org/article/fetchSingleRepresentation.action?uri=info:doi/10.1371/journal.pone.0185256.s001
https://doi.org/10.1371/journal.pone.0185256


References
1. Nickla DL, Wallman J. The multifunctional choroid. Progress in retinal and eye research. 2010; 29

(2):144–68. https://doi.org/10.1016/j.preteyeres.2009.12.002 PMID: 20044062; PubMed Central

PMCID: PMC2913695.

2. Gorczynska I, Migacz JV, Zawadzki RJ, Capps AG, Werner JS. Comparison of amplitude-decorrelation,

speckle-variance and phase-variance OCT angiography methods for imaging the human retina and

choroid. Biomedical optics express. 2016; 7(3):911–42. https://doi.org/10.1364/BOE.7.000911 PMID:

27231598; PubMed Central PMCID: PMC4866465.

3. Cole ED, Novais EA, Louzada RN, Moult EM, Lee BK, Witkin AJ, et al. Visualization of Changes in the

Choriocapillaris, Choroidal Vessels, and Retinal Morphology After Focal Laser Photocoagulation Using

OCT Angiography. Investigative ophthalmology & visual science. 2016; 57(9):OCT356–61. https://doi.

org/10.1167/iovs.15-18473 PMID: 27409493.

4. Jia Y, Bailey ST, Hwang TS, McClintic SM, Gao SS, Pennesi ME, et al. Quantitative optical coherence

tomography angiography of vascular abnormalities in the living human eye. Proceedings of the National

Academy of Sciences of the United States of America. 2015; 112(18):E2395–402. https://doi.org/10.

1073/pnas.1500185112 PMID: 25897021; PubMed Central PMCID: PMC4426471.

5. Wang Q, Chan S, Yang JY, You B, Wang YX, Jonas JB, et al. Vascular Density in Retina and Chorioca-

pillaris As Measured by Optical Coherence Tomography Angiography. American journal of ophthalmol-

ogy. 2016. https://doi.org/10.1016/j.ajo.2016.05.005 PMID: 27183862.

6. Montesano G, Belfiore M, Ripamonti M, Arena A, Lamanna J, Ferro M, et al. Effects of the Concomitant

Activation of ON and OFF Retinal Ganglion Cells on the Visual Thalamus: Evidence for an Enhanced

Recruitment of GABAergic Cells. Frontiers in neural circuits. 2015; 9:77. https://doi.org/10.3389/fncir.

2015.00077 PMID: 26635537; PubMed Central PMCID: PMC4656840.

7. Santos M, Araujo A, Barbeiro S, Caramelo F, Correia A, Marques MI, et al. Simulation of cellular

changes on Optical Coherence Tomography of human retina. Conference proceedings: Annual Interna-

tional Conference of the IEEE Engineering in Medicine and Biology Society IEEE Engineering in Medi-

cine and Biology Society Annual Conference. 2015; 2015:8147–50. https://doi.org/10.1109/EMBC.

2015.7320285 PMID: 26738185.

8. Rodriguez DA, Pfefer TJ, Wang Q, Lopez PF, Ramella-Roman JC. A Monte Carlo Analysis of Error

Associated With Two-Wavelength Algorithms for Retinal Oximetry. Investigative ophthalmology &

visual science. 2016; 57(14):6474–81. https://doi.org/10.1167/iovs.16-20138 PMID: 27893889.

9. Odstrcilik J, Kolar R, Tornow RP, Jan J, Budai A, Mayer M, et al. Thickness related textural properties of

retinal nerve fiber layer in color fundus images. Computerized medical imaging and graphics: the official

journal of the Computerized Medical Imaging Society. 2014; 38(6):508–16. https://doi.org/10.1016/j.

compmedimag.2014.05.005 PMID: 24906911.

10. Siden P, Eklund A, Bolin D, Villani M. Fast Bayesian whole-brain fMRI analysis with spatial 3D priors.

NeuroImage. 2016; 146:211–25. https://doi.org/10.1016/j.neuroimage.2016.11.040 PMID: 27876654.

11. Bansal R, Hao X, Peterson BS. Segmenting and validating brain tissue definitions in the presence of

varying tissue contrast. Magnetic resonance imaging. 2017; 35:98–116. https://doi.org/10.1016/j.mri.

2016.08.002 PMID: 27569366.

12. Parisot S, Darlix A, Baumann C, Zouaoui S, Yordanova Y, Blonski M, et al. A Probabilistic Atlas of Dif-

fuse WHO Grade II Glioma Locations in the Brain. PloS one. 2016; 11(1):e0144200. https://doi.org/10.

1371/journal.pone.0144200 PMID: 26751577; PubMed Central PMCID: PMC4709135.

13. Baierlein R. Thermal physics. Cambridge, U.K.; New York: Cambridge University Press; 1999. xiii, 442

p. p.

14. Besag J. Statistical Analysis of Non-Lattice Data. The Statistician. 1975; 24(3):17.

15. Hastings WK. Monte Carlo sampling methods using Markov chains and their applications. Biometrika.

1970; 57(1):97–109. https://doi.org/10.1093/biomet/57.1.97

16. Ferrara D, Waheed NK, Duker JS. Investigating the choriocapillaris and choroidal vasculature with new

optical coherence tomography technologies. Progress in retinal and eye research. 2016; 52:130–55.

https://doi.org/10.1016/j.preteyeres.2015.10.002 PMID: 26478514.

17. Chen FK, Viljoen RD, Bukowska DM. Classification of image artefacts in optical coherence tomography

angiography of the choroid in macular diseases. Clinical & experimental ophthalmology. 2016; 44

(5):388–99. https://doi.org/10.1111/ceo.12683 PMID: 26584465.

18. Kim DY, Fingler J, Zawadzki RJ, Park SS, Morse LS, Schwartz DM, et al. Optical imaging of the chorior-

etinal vasculature in the living human eye. Proceedings of the National Academy of Sciences of the

United States of America. 2013; 110(35):14354–9. https://doi.org/10.1073/pnas.1307315110 PMID:

23918361; PubMed Central PMCID: PMC3761584.

Modeling and measuring OCT angiography features of the normal choriocapillaris

PLOS ONE | https://doi.org/10.1371/journal.pone.0185256 October 11, 2017 18 / 19

https://doi.org/10.1016/j.preteyeres.2009.12.002
http://www.ncbi.nlm.nih.gov/pubmed/20044062
https://doi.org/10.1364/BOE.7.000911
http://www.ncbi.nlm.nih.gov/pubmed/27231598
https://doi.org/10.1167/iovs.15-18473
https://doi.org/10.1167/iovs.15-18473
http://www.ncbi.nlm.nih.gov/pubmed/27409493
https://doi.org/10.1073/pnas.1500185112
https://doi.org/10.1073/pnas.1500185112
http://www.ncbi.nlm.nih.gov/pubmed/25897021
https://doi.org/10.1016/j.ajo.2016.05.005
http://www.ncbi.nlm.nih.gov/pubmed/27183862
https://doi.org/10.3389/fncir.2015.00077
https://doi.org/10.3389/fncir.2015.00077
http://www.ncbi.nlm.nih.gov/pubmed/26635537
https://doi.org/10.1109/EMBC.2015.7320285
https://doi.org/10.1109/EMBC.2015.7320285
http://www.ncbi.nlm.nih.gov/pubmed/26738185
https://doi.org/10.1167/iovs.16-20138
http://www.ncbi.nlm.nih.gov/pubmed/27893889
https://doi.org/10.1016/j.compmedimag.2014.05.005
https://doi.org/10.1016/j.compmedimag.2014.05.005
http://www.ncbi.nlm.nih.gov/pubmed/24906911
https://doi.org/10.1016/j.neuroimage.2016.11.040
http://www.ncbi.nlm.nih.gov/pubmed/27876654
https://doi.org/10.1016/j.mri.2016.08.002
https://doi.org/10.1016/j.mri.2016.08.002
http://www.ncbi.nlm.nih.gov/pubmed/27569366
https://doi.org/10.1371/journal.pone.0144200
https://doi.org/10.1371/journal.pone.0144200
http://www.ncbi.nlm.nih.gov/pubmed/26751577
https://doi.org/10.1093/biomet/57.1.97
https://doi.org/10.1016/j.preteyeres.2015.10.002
http://www.ncbi.nlm.nih.gov/pubmed/26478514
https://doi.org/10.1111/ceo.12683
http://www.ncbi.nlm.nih.gov/pubmed/26584465
https://doi.org/10.1073/pnas.1307315110
http://www.ncbi.nlm.nih.gov/pubmed/23918361
https://doi.org/10.1371/journal.pone.0185256


19. Vincent T, Risser L, Ciuciu P. Spatially adaptive mixture modeling for analysis of FMRI time series.

IEEE transactions on medical imaging. 2010; 29(4):1059–74. https://doi.org/10.1109/TMI.2010.

2042064 PMID: 20350840.

20. Huang Y, Parra LC. Fully automated whole-head segmentation with improved smoothness and continu-

ity, with theory reviewed. PloS one. 2015; 10(5):e0125477. https://doi.org/10.1371/journal.pone.

0125477 PMID: 25992793; PubMed Central PMCID: PMC4436344.

21. Spaide RF, Fujimoto JG, Waheed NK. Image Artifacts in Optical Coherence Tomography Angiography.

Retina. 2015; 35(11):2163–80. https://doi.org/10.1097/IAE.0000000000000765 PMID: 26428607;

PubMed Central PMCID: PMC4712934.

22. Zhang M, Hwang TS, Campbell JP, Bailey ST, Wilson DJ, Huang D, et al. Projection-resolved optical

coherence tomographic angiography. Biomedical optics express. 2016; 7(3):816–28. https://doi.org/10.

1364/BOE.7.000816 PMID: 27231591; PubMed Central PMCID: PMC4866458.

23. Spaide RF. Choriocapillaris Flow Features Follow a Power Law Distribution: Implications for Characteri-

zation and Mechanisms of Disease Progression. American journal of ophthalmology. 2016; 170:58–67.

https://doi.org/10.1016/j.ajo.2016.07.023 PMID: 27496785.

24. Al-Sheikh M, Phasukkijwatana N, Dolz-Marco R, Rahimi M, Iafe NA, Freund KB, et al. Quantitative

OCT Angiography of the Retinal Microvasculature and the Choriocapillaris in Myopic Eyes. Investigative

ophthalmology & visual science. 2017; 58(4):2063–9. https://doi.org/10.1167/iovs.16-21289 PMID:

28388703.

25. Chan SY, Wang Q, Wei WB, Jonas JB. Optical Coherence Tomographic Angiography in Central Serous

Chorioretinopathy. Retina. 2016; 36(11):2051–8. https://doi.org/10.1097/IAE.0000000000001064

PMID: 27164548.

26. Choi W, Moult EM, Waheed NK, Adhi M, Lee B, Lu CD, et al. Ultrahigh-Speed, Swept-Source Optical

Coherence Tomography Angiography in Nonexudative Age-Related Macular Degeneration with Geo-

graphic Atrophy. Ophthalmology. 2015; 122(12):2532–44. https://doi.org/10.1016/j.ophtha.2015.08.

029 PMID: 26481819; PubMed Central PMCID: PMC4658257.

Modeling and measuring OCT angiography features of the normal choriocapillaris

PLOS ONE | https://doi.org/10.1371/journal.pone.0185256 October 11, 2017 19 / 19

https://doi.org/10.1109/TMI.2010.2042064
https://doi.org/10.1109/TMI.2010.2042064
http://www.ncbi.nlm.nih.gov/pubmed/20350840
https://doi.org/10.1371/journal.pone.0125477
https://doi.org/10.1371/journal.pone.0125477
http://www.ncbi.nlm.nih.gov/pubmed/25992793
https://doi.org/10.1097/IAE.0000000000000765
http://www.ncbi.nlm.nih.gov/pubmed/26428607
https://doi.org/10.1364/BOE.7.000816
https://doi.org/10.1364/BOE.7.000816
http://www.ncbi.nlm.nih.gov/pubmed/27231591
https://doi.org/10.1016/j.ajo.2016.07.023
http://www.ncbi.nlm.nih.gov/pubmed/27496785
https://doi.org/10.1167/iovs.16-21289
http://www.ncbi.nlm.nih.gov/pubmed/28388703
https://doi.org/10.1097/IAE.0000000000001064
http://www.ncbi.nlm.nih.gov/pubmed/27164548
https://doi.org/10.1016/j.ophtha.2015.08.029
https://doi.org/10.1016/j.ophtha.2015.08.029
http://www.ncbi.nlm.nih.gov/pubmed/26481819
https://doi.org/10.1371/journal.pone.0185256

