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INTRO DUC TIO N

Contrast sensitivity is a fundamental aspect of vision, 
which determines the threshold between the seen and 
the unseen.1 Contrast sensitivity is associated with vision- 
related quality of life in people with eye disease,2– 4 and 
having better contrast sensitivity is associated with better 

performance on everyday tasks as diverse as reading, writ-
ing, recognising faces, telling the time on a clock, walking, 
balancing, pouring liquids and using kitchen utensils.5– 11 
The contrast sensitivity function (CSF) is altered in peo-
ple with many eye diseases,12– 19 including those who have 
been treated for amblyopia and subsequently achieved 
good visual acuity.20
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Abstract
Purpose: To investigate the feasibility of children measuring their own contrast 
sensitivity using a range of tablet-  and paper- based tests.
Methods: Forty children aged 5– 15 years with amblyopia (N = 10), bilateral vision 
impairment (N = 10) or good vision (N = 20) measured their own vision on a screen- 
based optotype test (Manifold), a gamified vision test (PopCSF) and a paper- based 
test (Spotchecks) in a laboratory with minimal supervision. Completion rate, test– 
retest repeatability, test duration and participants' preferences were recorded for 
each test.
Results: Most participants (36/40) were able to perform all three tests. All tests 
were correlated with clinically measured visual acuity and contrast sensitivity 
(p < 0.001). The 95% coefficient of repeatability was 0.30 dB for Manifold, 0.29 dB 
for PopCSF and 0.13 dB for Spotchecks. All tests differentiated between children 
with reduced contrast sensitivity and control participants. PopCSF and Spotchecks 
were also able to differentiate between children with amblyopia and those with 
good vision. Median test time was 152, 130 and 202 s for Manifold, PopCSF and 
Spotchecks, respectively. Twenty- two participants preferred the PopCSF test, 10 
preferred Spotchecks and 6 preferred Manifold. Thirty- nine out of the 40 children 
(98%) said they would measure their own vision at home using at least one of these 
tests every month.
Conclusions: Children and young people can test their own contrast sensitivity 
with repeatable results. Of these three tests, the most repeatable was Spotchecks, 
the quickest was PopCSF and participants' favourite was PopCSF. Nearly all of the 
participants said they would be willing to use at least one of the three tests at home.
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2 |   CONTRAST SENSITIVITY TESTING IN CHILDREN

Despite its clear relevance to visual function, con-
trast sensitivity is not widely measured in clinical prac-
tice.21 Where it is measured clinically, an optotype test 
such as the Pelli– Robson22 or MARS chart,23 a ‘vanish-
ing’ test such as Hiding Heidi24 or a detection test like 
Spotchecks (previously known as CamBlobs) is most 
often used.25 All of these techniques measure only one 
point on the CSF, approximately corresponding to the 
peak of the curve, rather than describing the whole 
function.

More recently, tests have been developed that mea-
sure more points on the CSF, using Bayesian adaptive 
algorithms like QUEST,1,26,27 to calculate the area under 
the entire CSF. These provide a more holistic indication 
of visual function. Manifold28 and PopCSF29 are two such 
tests, which measure contrast sensitivity using an op-
totype test and a ‘bubble popping’ game, respectively. 
The Manifold test has been used in adults with myopia,30 
multiple sclerosis31 and retinal vein occlusion,32 as well 
as in adolescents with amblyopia.33 The more gamified 
PopCSF test has been used in children with amblyopia 
and has been shown to correctly identify moderately am-
blyopic eyes from fellow eyes.29

One of the aims of the current work was to start to 
understand whether these tests could be used in a 
paediatric home setting. There is increasing interest 
in home vision testing, particularly since the advent of 
the COVID- 19 pandemic.34,35 Remote consultations are 
seen as more convenient,36,37 and have a lower environ-
mental impact38 than conventional hospital eye clinic 
appointments. Remote assessment can be particularly 
helpful for children and young people, as it can reduce 
time away from school, as well as reducing  parental 
time away from work or caring responsibilities. This is 
especially relevant for children undergoing amblyopia 
treatment who may have their vision checked every 
8– 12 weeks,39 and for those with other conditions 
who may only attend ophthalmology appointments 
annually, for whom there is a risk that vision changes 
between appointments will not be detected. Several 
clinical groups have measured visual acuity at home in 
children using printed tests,40 phone apps41 or web- 
based systems,42 and a systematic review protocol to 
investigate the effectiveness of these techniques has 
been published.43 Despite its relevance in the detec-
tion and monitoring of amblyopia,44,45 home testing of 
contrast sensitivity in children has not been assessed.

Here we investigated three novel contrast sensitiv-
ity tests that may be suitable for use as a home- based 
test: (1) Manifold, a screen- based optotype test run-
ning on an Android tablet; (2) PopCSF, a ‘gamified’ 
test that runs on an iPad and (3) Spotchecks, a pen- 
and- paper- based test. We demonstrated these tests to 
children with a variety of eye disease and asked them 
to perform them with minimal supervision. Finally, we 
asked whether they would be willing to perform these 
tests at home.

M ETHO DS

Participants and recruitment

Participants were 5– 15 years of age. Control participants 
were recruited through friends and family of the study 
team and colleagues. All had a distance visual acuity of 
0.20 logMAR (6/9.5) or better in each eye (with glasses, if re-
quired) and no history of eye disease (other than refractive 
error of less than ±5.00 DS spherical equivalent).

Participants with amblyopia were recruited from clin-
ics at Moorfields Eye Hospital, London. All had been diag-
nosed with amblyopia and had an interocular visual acuity 
difference of at least 0.2 logMAR (with best refractive cor-
rection) and/or were currently receiving occlusion therapy 
for amblyopia. All had a visual acuity of 0.20 logMAR or bet-
ter in their better eye with their best refractive correction.

Participants with vision impairment were recruited from 
the low vision clinic at Moorfields Eye Hospital. All children 
met the ICD- 11 definition of vision impairment and had 
corrected visual acuity poorer than logMAR 0.30 (6/12) 
with both eyes open, a binocular visual field of less than 
10° and/or functional deficits in higher cerebral centres.

Letter contrast sensitivity

Letter contrast sensitivity was measured using a Pelli– 
Robson chart (Precision Vision, preci sion- vision.com) in 
those with good vision or a MARS chart (Mars Perceptrix, 
marsp ercep trix.com) for those with amblyopia or vision 
impairment. These charts have been shown to provide 
equivalent results.46

Manifold (Screen- based optotype vision test)

Shown in Figure 1a, the Manifold27 (Adaptive Sensory Tech-
nology Ltd, adapt ivese nsory tech.com) is a tablet- based 

Key points

• The Manifold, PopCSF and Spotchecks tests can 
all be used to measure contrast sensitivity in 
children between 5 and 15 years of age, includ-
ing those with moderate vision impairment.

• Repeatability was good for all three tests, with 
limits of agreement indicating that a difference 
in contrast sensitivity of 0.3 log units can be 
detected with 95% accuracy by all three of the 
tests.

• Despite taking an average of between 2 and 
4 min per test, most children said they would be 
willing to perform these tests at home.
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letter- optotype test that uses the quickCSF algorithm to  
estimate the CSF.47 Thirty filtered Sloan letters were pre-
sented sequentially, with varying Michelson contrast and 
spatial frequency. Participants were asked to identify each 
letter by touching the corresponding letter on a response 
screen which appeared after each stimulus presentation. 
A‘?’ response was allowed if participants could not iden-
tify the letter. A CSF was calculated and the area under this 
curve reported.

The Manifold test was performed on a calibrated Sam-
sung Tablet (Galaxy Table A 8.4″ 2020; Samsung Electronics 
Co. Ltd, samsu ng.com) running the Manifold Home Monitor 
app. Overhead room lights were turned off during testing, 
with the room being lit by a table lamp and an illuminated 
test chart (room illuminance 54 lux). The screen was set to 
maximum brightness (background luminance 102 cd/m2; 
Minolta CS- 100, sensi ng.konic amino lta.us).

Participants viewed the screen from 50 cm (with the 
distance monitored by the device, which instructed partic-
ipants to move closer to or further away from the screen, 
as required, until the viewing distance was determined to 
be within acceptable bounds). They were asked to identify 

each test letter and to touch the correct response on the 
response screen. They were advised that some of the let-
ters would be too small or too faint to see. If they could 
not identify the letter, they were asked to either guess or 
tap the ‘?’ response. Test time was recorded as the inter-
val between the onset of the first and the response to the 
last test stimulus, identified from the device's log file. Area 
under the log CSF was extracted from the same log file.

PopCSF (Gamified vision test)

Shown in Figure 1b, PopCSF29 is a tablet- based, gamified 
test that uses QUEST+26 to estimate the CSF. Participants 
were asked to ‘pop’ moving Gabor patches by touching 
them as they moved randomly around the screen. The spa-
tial frequency and Michelson contrast of each stimulus var-
ied adaptively. The test was designed to be engaging and 
fun for children to use, but as a consequence, there is less 
control over where on the retina the stimuli appear (as the 
targets appear and move across any point on the screen). As 
shown in Figure 2, the test constructs a CSF based on Gmax 

F I G U R E  1  The three contrast sensitivity (CS) tests (top panels) and their corresponding outputs (lower panels). (a) Manifold test and its 
constructed result. (b) PopCSF and its constructed result (grey region represents the area under the CSF). (c) Spotchecks test and its completed form. 
Second error (final score) marked with a red circle to indicate threshold logCS.
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4 |   CONTRAST SENSITIVITY TESTING IN CHILDREN

(peak contrast sensitivity), Fmax (the spatial frequency asso-
ciated with the peak contrast sensitivity) and β (the slope of 
the high- spatial- frequency drop of the CSF), using an adap-
tive maximum likelihood algorithm, mathematically similar 
to the quickCSF algorithm used by the Manifold.

The PopCSF test was run on an Apple iPad Pro (11- inch, 
2nd generation, apple.com) running iOS 15.3. As with the 
Manifold, the overhead room lights were turned off, but the 
room was lit by a table lamp and an illuminated test chart 
(room illuminance 54 lux). The screen was set to maximum 
brightness (background luminance 274 cd/m2; Minolta CS- 
100, sensi ng.konic amino lta.us). Example stimuli were shown 
on a setup screen and participants were warned that some 
targets would be too faint for them to see.

Participants viewed the screen from 50 cm (with the 
distance monitored by the device, which corrected stim-
ulus size in near- real time using viewing distance data 
from the Apple TrueDepth camera). During the assess-
ment, participants were asked to touch all targets that 
they identified on the screen. Test time was recorded as 
the interval between the onset of the first and the last 
test stimulus, identified from the device's log file. Fmax, 
Gmax and β values were extracted from the log files and 
the area under the CSF was calculated using a bespoke 
Matlab program (Mathworks, uk.mathw orks.com/produ 
cts/matlab.html).

Spotchecks (Paper- based vision test)

Shown in Figure  1c, Spotchecks25 (Precision Vision, preci 
sion- vision.com) is a pen- and- paper, single- use contrast 
sensitivity test. Each test consists of a single sheet of A4 

paper containing a grid of 120 boxes, each containing a grey 
spot in one of five locations. The spots range from 0.90 to 
2.09 log units of Weber contrast (12.5%– 0.8%). Participants 
were asked to mark the target in each box and encouraged 
to complete the entire sheet, guessing where necessary. 
The test gives a summary measure of contrast sensitivity 
similar to that provided by the Pelli– Robson contrast sen-
sitivity chart25,48 (manufactured by the same suppliers). In 
principle, the measure is closely related to the peak of the 
CSF (Gmax), though exactly which part of the CSF the test 
examines depends on viewing distance (which was not 
restricted, and so was liable to change slightly throughout 
testing).

During testing, overhead room lights were switched 
on (illuminance 540 lux). Participants viewed the chart 
from approximately 40 cm, although they were allowed 
to self- select their viewing distance, replicating pre-
vious work using this test.48 They were asked to mark 
the target in each box and encouraged to complete 
the entire sheet, guessing if necessary. The time taken 
from the first tick to the last tick was recorded using a 
stopwatch.

Procedure

Children wore their habitual refractive correction through-
out testing. Those with good vision or amblyopia per-
formed all three tests monocularly, with the fellow eye 
patched. For children with good vision, the test eye was the 
one with better visual acuity. If visual acuity was equal, the 
dominant eye was tested, as determined using a pointing 
test.49 If visual acuity was equal and eye dominance could 
not be determined, then the right eye was used. For chil-
dren with amblyopia, the test eye was the amblyopic eye, 
although the nonamblyopic eye was also tested. Children 
with bilateral vision impairment performed all tests with 
both eyes open.

The three tests were performed in random order, using 
a Latin square. Each test was performed twice, sequen-
tially, with a short gap in between each test. For children 
with amblyopia, the test was performed twice on the am-
blyopic eye and once on the fellow eye, with the first eye 
determined at random for each test. In other words, chil-
dren with good vision and vision impairment performed 
six tests (3 instruments × 2 tests) and those with amblyo-
pia performed nine tests (3 instruments × 2 tests on the 
amblyopic eye, plus 3 instruments × 1 test for the fellow 
eye).

After each test was completed, participants were 
asked whether they would be willing to perform that test 
at home and if so, how often (daily, weekly or monthly). 
They were also asked whether they would describe the 
test as ‘fun’, ‘OK’ or ‘boring’, and for any additional com-
ments about the test. Finally, participants were asked to 
rank the three tests in order, from the most to the least 
favourite.

F I G U R E  2  Parameters of the CSF measured by PopCSF. The blue 
line shows an example CSF. The yellow circle shows the point of peak 
contrast sensitivity (Gmax) and its spatial frequency (Fmax). β indicates the 
angle of decline of the CSF after Gmax. sf, spatial frequency.
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Level of supervision

The researcher and a parent or carer remained in the room 
throughout testing. After explaining how each test was 
performed, the accompanying adults did not intervene 
with testing other than providing general encouragement 
(e.g., ‘well done, you're doing really well’). This level of su-
pervision was designed to be equivalent to how we antici-
pate parents would act during home testing: encouraging 
but not interfering with data collection.

Statistical analysis

Test accuracy was determined by Pearson's correlation with 
the reference standard (letter contrast sensitivity), as was 
the agreement between the three novel tests. Between 
group differences for each test were identified using the 
Tukey– Kramer honestly significant difference test. Repeat-
ability was evaluated using Bland– Altman techniques50 
and internal validity using Cronbach's alpha.51 Simple de-
scriptive statistical techniques were used for all other anal-
yses. MATLAB was used for all statistical tests.

Ethics statement

The research adhered to the Declaration of Helsinki. Ethical 
approval for participants with good vision was given from 
the UCL Research Ethics Committee (approval number 
0623/005). Ethical approval for participants with eye dis-
ease was given from the London– Surrey Borders Research 
Ethics Committee and approved by the Health Research 
Authority (approval number 305561). All participants were 
provided with age- appropriate details about the study and 
assented to participating. Written informed consent was 
provided by the parent or carer.

R ESULTS

Participants

Twenty control participants, 10 children with amblyopia 
and 10 children with vision impairment were recruited. 
Participants were 5– 15 years of age (mean: 9.3 years; SD: 2.7; 
see Figure 6 for exact distribution). Children with amblyo-
pia were significantly younger (mean: 6.6 years) than the 
controls (mean age 10.2 years; two sample t- test, t28 = 4.46, 
p < 0.001) and those with vision impairment (mean age: 
10.2 years; two sample t- test, t18 = 3.87, p < 0.005). Twenty- 
four of the participants (60%) were female.

Control participants had mean visual acuity of 0.01 log-
MAR (SD: 0.05) and mean Pelli– Robson contrast sensitivity 
of 1.65 log units (SD: 0.07 log units). In children with am-
blyopia, mean visual acuity was 0.44 logMAR in the ambly-
opic eye (SD: 0.30) and 0.06 logMAR (SD: 0.06) in the fellow 

eye, with a mean intraocular difference of 0.38 logMAR (SD: 
0.29). Mean contrast sensitivity was 1.49 log units (SD: 0.40) 
in the amblyopic eye and 1.61 log units (SD: 0.21 log units) 
in the fellow eye.

Children with vision impairment had a mean visual acu-
ity of 0.50 logMAR (SD: 0.27) with both eyes open and mean 
contrast sensitivity with the MARS chart was 1.53 log units 
(SD: 0.25). Two children had inherited retinal disease (one 
with achromatopsia and one with retinitis pigmentosa). 
Two had vision impairment secondary to high myopia. The 
remaining six children had nystagmus, albinism, anterior 
segment dysgenesis, hemianopia, optic nerve hypoplasia 
and glaucoma, respectively.

Test feasibility (completion rates)

The Manifold test was completed twice by 36 of the 40 par-
ticipants (90%). No stimuli could be identified for one child 
with severe amblyopia (VA 1.14 logMAR) and one child with 
vision impairment reported that the stimulus display was 
‘too quick’ and could not identify any of the letters. For two 
control participants, the test could not be completed as 
the device was not sufficiently charged, due to investiga-
tor error. For a further two participants (one control subject 
and one with amblyopia), the test was completed twice, 
but data were not recorded for one of the two test sessions 
due to an unknown technical error.

The PopCSF test was completed twice by all 40 partic-
ipants (100%). In two control participants, data were not 
recorded for the second test due to the device failing to ac-
curately record head position, an error that was corrected 
subsequently in a software update.

The Spotchecks test was completed twice by all 40 partici-
pants (100%), and three times by 9 of the 10 participants with 
amblyopia. One participant with amblyopia did not have 
their nonamblyopic eye assessed due to time constraints.

For participants with amblyopia, Manifold and PopCSF 
were completed for the fellow eye in all cases. Spotchecks 
was not performed on the fellow eye for one participant 
due to time constraints.

Test accuracy (agreement with reference 
standard)

Table 1 and Figure 3 show median primary outcome values 
for each of the tests performed. All three of the experimental 
tests were correlated with letter contrast sensitivity (Pearson's 
correlation coefficient: Manifold: r35 = 0.61, p < 0.001; PopCSF: 
r39 = 0.64, p < 0.001; Spotchecks: r39 = 0.69, p < 0.001). Results 
from all three tests were linearly correlated with each other 
(Pearson's correlation, p < 0.001 for all comparisons, Figure 4).

Table  2 shows a comparison between the amblyopic 
and nonamblyopic eye of the participants with amblyopia. 
These data indicate that visual acuity remains the most 
reliable way of differentiating the amblyopic eye from the 
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6 |   CONTRAST SENSITIVITY TESTING IN CHILDREN

fellow eye (unsurprisingly, as our definition of amblyopia 
was an interocular difference in visual acuity). All of the 
novel tests performed at least as well as letter contrast sen-
sitivity in identifying the eye with amblyopia.

Test reliability (test– retest repeatability)

Figure  5 shows Bland– Altman plots for participants who 
completed two tests for Manifold (n = 34), PopCSF (n = 37) 
and Spotchecks (n = 40). The 95% coefficient of repeatabil-
ity for the Manifold, PopCSF and Spotchecks tests were 
0.30, 0.29 and 0.13, respectively. The respective values of 
Cronbach's alpha were 0.97, 0.97 and 0.99, indicating inter-
nal consistency for all three tests.52

Effects of age

There was a trend towards older participants having higher 
logCS values on all three tests, but this did not reach statis-
tical significance (linear correlation shown by the blue line 
in Figure 6; Manifold r2 = 0.007, p = 0.62; PopCSF r2 = 0.003, 
p = 0.73; Spotchecks r2 = 0.007, p = 0.62). For control partici-
pants, there was a small but nonsignificant trend towards 
older children having better contrast sensitivity (shown 
with the green line on the figure; Manifold r2 = 0.19, p = 0.07; 
PopCSF r2 = 0.10, p = 0.02; Spotchecks r2 = 0.11, p = 0.16).

As shown in Figure 7, there was no effect of age on the 
repeatability of any of the three tests (Manifold r2 = 0.02; 
PopCSF r2 = 0.11; Spotchecks r2 < 0.01; all p > 0.05).

Test duration

Median (IQR) test duration for Manifold, PopCSF and Spot-
checks was 152 (40), 130 (32) and 202 (80) s, respectively. 
Table 3 and Figure 8 show the duration for each group of 
participants on each test. There was a significant difference 
in test duration between the three tests (Kruskal– Wallis 
test, χ2 = 51.8, p < 0.001).

Test duration was significantly longer for participants 
with amblyopia than for control participants on Manifold 
(Wilcoxon test, Z = −3.24, p = 0.001) and significantly shorter 
for those with amblyopia than for control participants on 
PopCSF (Wilcoxon Z = 1.98, p = 0.048). There were no other 
significant differences between participant type and test 
time (all p > 0.05).

Children's preferences and views 
regarding the frequency of home testing

The most preferred test was the PopCSF test (22/38 partici-
pants), followed by the Spotchecks test (10 participants) and 
the Manifold test (6/38). The remaining two participants 

T A B L E  1  Median (IQR) result for each test for each group of participants.

Median (IQR)

Pelli– Robson letter contrast 
sensitivity (logCS)

Manifold AUCSF 
(logCS) PopCSF AUCSF (logCS)

Spotchecks CS 
(logCS)

Control 1.65 (0.15) 1.31 (0.22) 1.52 (0.17) 1.88 (0.09)

Amblyopia 1.60 (0.18) 1.17 (0.45) 1.04 (0.63)** 1.63 (0.33)**

Vision impairment 1.62 (0.33) 0.90 (1.01)* 0.89 (1.05)** 1.75 (0.26)

Note: Asterisks indicate values which are significantly different from control subjects (*Tukey- Kramer honestly significant difference (HSD) test p < 0.05; **Tukey- Kramer 
HSD test p < 0.01).
Abbreviations: AUCSF, area under the contrast sensitivity function; CS, contrast sensitivity; HSD, honestly significant difference.

F I G U R E  3  Box plots for (a) Manifold, (b) PopCSF and (c) Spotchecks, for each group of participants. Circles show the mean result for each 
participant (average of two tests). Red lines show group medians. Blue boxes show the 25th– 75th percentile. VI, vision impairment.

(a) (b) (c)
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did not complete all three tests due to equipment failure. 
There were no obvious group differences, with the gami-
fied PopCSF test being the most popular across all three 
groups, but with no clear consensus in any group (control 
participants, 9/18; amblyopia 8/10; vision impairment 5/10).

One participant (2.5%) reported they would not be 
prepared to do any of these tests at home, 35 participants 
(88%) said they would be willing to perform one of the 

tests at least once a week and 21 (53%) said they would 
complete one of the tests every day if asked (Figure 9).

D ISCUSSIO N

The present study indicated that children with and without 
eye disease were able to test their own contrast sensitivity 

F I G U R E  4  Scatterplots showing the relationship between all four tests. ‘Letter’ shows clinical contrast sensitivity (CS) measurement (Pelli– 
Robson or MARS test). Circles, control participants; triangles, amblyopes; squares, those with vision impairment. The linear regression is also indicated.
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T A B L E  2  Median (IQR) result for each test for the amblyopic and nonamblyopic eye of the amblyopic participants.

Median (IQR)

Visual acuity 
(logMAR)

Letter contrast 
sensitivity

Manifold AUCSF 
(logCS)

PopCSF AUCSF 
(logCS)

Spotchecks 
CS (logCS)

Amblyopic eye 0.37 (0.30) 1.62 (0.15) 1.17 (0.31) 1.14 (0.59) 1.65 (0.24)

Fellow eye 0.09 (0.06) 1.65 (0.17) 1.21 (0.37) 1.38 (0.70) 1.79 (0.52)

Sensitivity of identifying amblyopic eye 
(true positive rate)

1.0 0.60 0.67 0.60 0.78

Abbreviations: AUCSF, area under the contrast sensitivity function; CS, contrast sensitivity.
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8 |   CONTRAST SENSITIVITY TESTING IN CHILDREN

in a clinic environment with minimal supervision. This rep-
resents an important step in determining whether children 
and young people can measure their own contrast sensitiv-
ity at home.

All participants completed the paper- based test, but 
technical errors led to some data not being collected on 

the digital tests. Errors experienced included one of the 
digital tests not working for two participants as the de-
vice was insufficiently charged and another device failing 
to track head position and therefore presenting stimuli 
having the wrong size (an error later corrected in a soft-
ware update). Data were excluded for one participant in 

F I G U R E  5  Bland– Altman plots showing the test– retest repeatability of: (a) Manifold, (b) PopCSF and (c) Spotchecks. Circles show control 
participants, triangles show those with amblyopia and squares show those with vision impairment (VI). The solid line indicates the mean difference. 
Dashed lines show the 95% limits of agreement (±1.96 standard deviation from the mean difference). Red error bars show the 95% confidence 
intervals on the limits of agreement.
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F I G U R E  6  Relationship between age and contrast sensitivity (CS) measurements for all participants. Circles show control participants, triangles 
show those with amblyopia and squares show those with vision impairment. Blue line indicates the linear regression for all participants. Green line 
indicates the linear regression for control participants only.
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F I G U R E  7  Relationship between age and the absolute difference between two tests (repeatability) for Manifold, PopCSF and Spotchecks. 
Circles show control participants, triangles show those with amblyopia and squares show those with vision impairment. The blue line shows the least 
squares linear regression, fitted across all participants. CS, contrast sensitivity.
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   | 9CROSSLAND et al.

a single test when it was discovered that she was ‘peek-
ing’ with the patched eye— a problem that is not unique 
to digital tests, but which may prove to be challenging 
when children measure their own vision at home.

Contrast sensitivity as measured by the three new tests 
was significantly correlated with clinically measured val-
ues. This confirms previous research on the Spotchecks 
test for adults25 and children,48 as well as for adults using 
the Manifold test.53

While all three tests measured contrast sensitivity, the 
findings were not directly comparable. Manifold measured 
the area under the CSF for letter identification, PopCSF 

measured the area under the CSF for grating detection 
while Spotchecks measured the spot detection thresh-
old for a specific point on the CSF (0.8 cycles per degree, 
slightly below the peak of the CSF for control subjects but 
closer to the peak for those with eye disease1,54). As the 
viewing distance was not fixed for Spotchecks, it is possi-
ble that the point of the CSF tested was different between 
participants (or within the same participant, if their view-
ing distance changed during a test). There were also dif-
ferences in the area of the visual field measured by these 
tests. Manifold and Spotchecks measured contrast sensi-
tivity in the centre of the visual field (using foveal vision 
in those without eye disease), whereas PopCSF measured 
contrast sensitivity across more of the visual field (as the 
targets drifted around the entire screen, which subtended 
around 40 degrees of visual angle). Finally, there were lu-
minance differences between the three tests: Manifold and 
PopCSF are internally illuminated but have different screen 
luminance (102 and 274 cd/m2, respectively), whereas Spot-
checks is externally illuminated.

Despite these theoretical differences, there was a rea-
sonable correlation between the values measured on 
the three tests, particularly between the two tests that 
measured a complete CSF (i.e., Manifold and PopCSF, Fig-
ure  4). Repeatability was good for all three tests. Bland– 
Altman analysis showed no evidence of proportional bias 
(Figure  5). Cronbach's alpha was high for all three tests 
(α > 0.95), indicating excellent internal consistency. The 
limits of agreement showed that a difference in logCS of 
0.3 log units could be detected with 95% accuracy by all 
three tests; a value similar to that found for young adults 
performing an earlier iteration of the Manifold test.55 The 
repeatability values compared favourably with previously 
reported values for adults with53 and without27 eye disease 
using the Manifold test. For the Spotchecks test, our coef-
ficient of variability (0.13 logCS) was remarkably similar to 

T A B L E  3  Median test time for each group of participants.

Median (IQR) [range] test time (s)

Manifold PopCSF Spotchecks

Control 149 (17)
[125– 189]

148 (40)
[104– 232]

222 (74)
[156– 430]

Amblyopia 189 (48)**
[144– 247]

127 (19)*
[105– 150]

197 (134)
[86– 430]

Vision impairment 161 (45)
[131– 225]

125 (19)
[106– 171]

194 (104)
[137– 319]

Note: Asterisks show results significantly different to the control subjects for this 
test (Wilcoxon test, *p < 0.05; **p < 0.01).
Abbreviations: IQR, interquartile range.

F I G U R E  8  Mean test time for each test for each group of 
participants. Circles show the average result for each participant (mean 
of two tests). Red lines show group medians. Blue boxes show the  
25th– 75th percentile. VI, vision impairment.
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F I G U R E  9  Frequency with which children said they would perform 
each test at home. Blue bar: every day; red bar: every week; orange bar: 
every month; purple bar: never.
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10 |   CONTRAST SENSITIVITY TESTING IN CHILDREN

the value measured by Anderson et al.48 in a group of 43 
children with good vision (0.14 logCS).

We did not find a significant effect of age on the re-
sults (Figure  6) nor test– retest variability (Figure  7). 
Redmayne and Russell40 reported that the correlation 
between clinical and home- based tests was better in 
those over 8 years of age, but we did not observe this ef-
fect in our data.

Several tests exist for home monitoring of visual acuity in 
children.56– 58 In this study, we have chosen to look at tests 
that measure contrast sensitivity, as we were interested in 
two specific populations: children receiving treatment for 
amblyopia and those with other vision impairments. In 
amblyopes, it is known that the CSF is reduced even after 
treatment has restored visual acuity to normal levels.20 In 
those with vision impairment, contrast sensitivity has been 
shown to predict visual function and disease progression. 
Testing the CSF generally took longer than measuring vi-
sual acuity, with each test typically taking 2– 4 min per eye, 
but this small increase in test time was vastly outweighed 
by the reduction in travel and clinic waiting time. De-
spite the longer test time, only one of the participants (a 
13- year- old boy with bilateral vision impairment) said he 
would not be prepared to do any of these tests at home. 
Visual acuity provides a quick and informative test of visual 
function in the clinic, but for home use, where test duration 
is not limited by clinician time, we suggest using the more 
detailed assessment of visual function offered by contrast 
sensitivity testing.

Nearly 90% of the participants said they would be will-
ing to perform one of the tests at least weekly and more 
than half said they would complete one of the tests every 
day. Across all participants, the PopCSF test was the most 
popular, but post- hoc analysis of test preference indicated 
that the older participants preferred the paper- based Spot-
checks test (four of the six teenagers who completed the 
study rated Spotchecks as their favourite and only two pre-
ferred the PopCSF test).

Agreeing to do the test should not be confused with 
enjoying it. In a previous evaluation of the PopCSF test, Elf-
adaly et al.29 reported that ‘some children remarked that the 
[PopCSF] was actually somewhat boring, but much less so 
than current eye tests’. Even if young people say that they 
would like to perform a test at home, they may not do so. 
Painter et al.34 found that only 16% of 96 families who agreed 
to undertake a home vision test completed it successfully.

Strengths and limitations

Strengths of our study include the diverse range of eye dis-
eases included, the variety of contrast sensitivity tests we 
had access to and the controlled environment in which we 
performed the tests.

One limitation of our study design was that partici-
pants were not completely unsupervised, as an investiga-
tor was present in the room for all testing. The investigator 

ensured that the correct eye was occluded, the test was 
running effectively and that the correct viewing distance 
was being maintained. This may be a reasonable simula-
tion of home- based vision testing (where a parent may 
be present to supervise testing), but we do not know how 
involved parents or carers will be when children perform 
home- based vision testing. We anticipate that this will 
range widely, from the child being reminded to perform 
the test but being left unsupervised through to the adult 
looking over the child's shoulder as they respond to each 
individual target. Although it is difficult to measure the 
level of caregiver supervision,59 it would be interesting 
to investigate the role of supervision on these tests when 
they are used at home.

The ages of our three groups were not matched, as those 
with amblyopia were significantly younger than the partic-
ipants with good vision and vision impairment. We do not 
think that the age difference between disease groups has 
confounded our results as we did not find a relationship 
between age and contrast sensitivity (see Figures  6 and 
7), despite children with amblyopia having lower contrast 
sensitivity than control subjects.

We have chosen to use the standard clinical test of let-
ter contrast sensitivity as the gold standard for our anal-
yses but accept that there are several limitations to this 
approach. All three of our novel tests measured different 
aspects of the CSF: Manifold and PopCSF measured the 
area under the CSF, but Spotchecks measured just one 
point on this function. Two of the tests (PopCSF and Spot-
checks) measured the ability to detect a target rather than 
to identify it, but optotype identification was required by 
Manifold. Further, we used two different letter contrast 
sensitivity tests here: Pelli– Robson for the control partici-
pants and MARS for those with eye disease.

Many interesting questions about these tests remain 
unanswered. Before they can be integrated into home- 
based clinical practice, their usability at home should be 
determined, as should the optimal testing interval, the 
best method for collecting the data (e.g., remotely or at in- 
person appointments), the level of a clinically meaningful 
change in contrast sensitivity and the best way for monitor-
ing compliance (e.g., that the correct eye is covered during 
monocular testing). It also remains unknown how willing 
parents would be to have an additional (expensive) device 
at home, whether they would be keen to allow additional 
‘screen- time’ for their children to do these tests and how 
many of the devices may be stolen or lost.

CO NCLUSIO NS

We have shown that children aged 5– 15 years are able to 
measure their own contrast sensitivity with minimal su-
pervision, using tablet-  or paper- based tests. The results 
of these tests are repeatable and correlated with stand-
ard clinical tests. Despite test times of 2– 4 min per eye, 
most children indicated that they would be prepared to 
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   | 11CROSSLAND et al.

perform these tests at home. The next phase of this study 
is to issue one of these tests to young people for home 
use. This will also enable us to compare contrast sensitiv-
ity measured in the laboratory to home- based measure-
ments. In adults, visual acuity and contrast sensitivity is 
consistently better when measured in an eye clinic than 
when measured at home60,61 and it will be interesting to 
determine whether this effect is also seen in children and 
young people.

AU T H O R  C O N T R I B U T I O N S
Michael D. Crossland: Formal analysis (equal); investiga-
tion (lead); writing –  original draft (lead). Tessa M. Dekker: 
Conceptualization (equal); writing –  review and editing 
(equal). Annegret Dahlmann- Noor: Conceptualization 
(equal); writing –  review and editing (equal). Pete R. Jones: 
Conceptualization (lead); formal analysis (equal); funding 
acquisition (lead); methodology (equal); software (lead); 
writing –  review and editing (equal).

F U N D I N G  I N F O R M AT I O N
Moorfields Eye Charity Springboard Award GR001216 to 
PRJ.

C O N F L I C T  O F  I N T E R E S T  S TAT E M E N T
None.

DATA  AVA I L A B I L I T Y  S TAT E M E N T
Anonymised data will be available on reasonable request.

PA R T I C I PA N T  C O N S E N T
All participants were provided with age- appropriate 
details about the study and assented to participating. 
Written informed consent was provided by the parent or 
carer.

O R C I D
Michael D. Crossland   https://orcid.
org/0000-0001-6833-6043 
Tessa M. Dekker   https://orcid.org/0000-0002-3616-2859 
Annegret Dahlmann- Noor   https://orcid.
org/0000-0002-7402-4350 
Pete R. Jones   https://orcid.org/0000-0001-7672-8397 

R E F E R E N C E S
 1. Pelli DG, Bex P. Measuring contrast sensitivity. Vision Res. 

2013;90:10– 4.
 2. Hernandez Trillo A, Dickinson CM. The impact of visual and nonvi-

sual factors on quality of life and adaptation in adults with visual 
impairment. Invest Ophthalmol Vis Sci. 2012;53:4234– 41.

 3. Murakami T, Okamoto F, Sugiura Y, Morikawa S, Okamoto Y, Hiraoka 
T, et al. Contrast sensitivity and quality of life following intravit-
real ranibizumab injection for central retinal vein occlusion. Br J 
Ophthalmol. 2023;107:254– 60.

 4. Rossouw P, Guichard MM, Hatz K. Contrast sensitivity and bin-
ocular reading speed best correlating with near distance vision- 
related quality of life in bilateral nAMD. Ophthalmic Physiol Opt. 
2020;40:760– 9.

 5. Owsley C, Sloane ME. Contrast sensitivity, acuity, and the percep-
tion of “real- world” targets. Br J Ophthalmol. 1987;71:791– 6.

 6. Rubin GS, Legge GE. Psychophysics of reading. VI— The role of con-
trast in low vision. Vision Res. 1989;29:79– 91.

 7. Hazel CA, Petre KL, Armstrong RA, Benson MT, Frost NA. Visual 
function and subjective quality of life compared in subjects with ac-
quired macular disease. Invest Ophthalmol Vis Sci. 2000;41:1309– 15.

 8. Haymes SA, Johnston AW, Heyes AD. Relationship between vi-
sion impairment and ability to perform activities of daily living. 
Ophthalmic Physiol Opt. 2002;22:79– 91.

 9. West SK, Rubin GS, Broman AT, Muñoz B, Bandeen- Roche K, Turano 
K. How does visual impairment affect performance on tasks of 
everyday life? The SEE Project. Salisbury Eye Evaluation. Arch 
Ophthalmol. 2002;120:774– 80.

 10. Brussee T, van den Berg TJTP, van Nispen RMA, van Rens GHMB. 
Associations between spatial and temporal contrast sensitivity and 
reading. Optom Vis Sci. 2017;94:329– 38.

 11. Thompson AC, Chen H, Miller ME, Webb CC, Williamson JD, Marsh AP, 
et al. Association between contrast sensitivity and physical function 
in cognitively healthy older adults: the Brain Network and Mobility 
Function Study. J Gerontol A Biol Sci Med Sci. 2023;78:1513– 21.

 12. Trobe JD, Beck RW, Moke PS, Cleary PA. Contrast sensitivity 
and other vision tests in the optic neuritis treatment trial. Am J 
Ophthalmol. 1996;121:547– 53.

 13. Simmers AJ, Gray LS, McGraw PV, Winn B. Functional visual loss in 
amblyopia and the effect of occlusion therapy. Invest Ophthalmol 
Vis Sci. 1999;40:2859– 71.

 14. Owsley C. Contrast sensitivity. Ophthalmol Clin North Am. 
2003;16:171– 7.

 15. Hess RF, Pointer JS, Simmers A, Bex P. Border distinctness in ambly-
opia. Vision Res. 2003;43:2255– 64.

 16. Alahmadi BO, Omari AA, Abalem MF, Andrews C, Schlegel D, 
Branham KH, et al. Contrast sensitivity deficits in patients with 
mutation- proven inherited retinal degenerations. BMC Ophthalmol. 
2018;18:313. https://doi.org/10.1186/s1288 6- 018- 0982- 0

 17. Ichhpujani P, Thakur S, Spaeth GL. Contrast sensitivity and glau-
coma. J Glaucoma. 2020;29:71– 5.

 18. Wai KM, Vingopoulos F, Garg I, Kasetty M, Silverman RF, Katz R, et al. 
Contrast sensitivity function in patients with macular disease and 
good visual acuity. Br J Ophthalmol. 2022;106:839– 44.

 19. Silva- Viguera MC, García- Romera MC, López- Izquierdo I, De- Hita- 
Cantalejo C, Sánchez- González MC, Bautista- Llamas MJ. Contrast 
sensitivity assessment in early diagnosis of diabetic retinopathy: a 
systematic review. Semin Ophthalmol. 2023;38:319– 32.

 20. Jia Y, Ye Q, Zhang S, Feng L, Liu J, Xu Z, et al. Contrast sensitivity 
and stereoacuity in successfully treated refractive amblyopia. Invest 
Ophthalmol Vis Sci. 2022;63:ARVO E- Abstract 6.

 21. Latham K. Who uses contrast sensitivity in optometric practice? 
Ophthalmic Physiol Opt. 1998;18(Suppl 1):S2– S13.

 22. Pelli D, Robson J, Wilkins A. Designing a new letter chart for measur-
ing contrast sensitivity. Clin Vis Sci. 1988;2:187– 99.

 23. Arditi A. Improving the design of the letter contrast sensitivity test. 
Invest Ophthalmol Vis Sci. 2005;46:2225– 9.

 24. Chen AH, Mohamed D. New paediatric contrast test: Hiding Heidi 
low- contrast “face” test. Clin Exp Ophthalmol. 2003;31:430– 4.

 25. Rijal S, Cheng H, Marsack JD. Comparing the CamBlobs2 con-
trast sensitivity test to the near Pelli– Robson contrast sensitivity 
test in normally- sighted young adults. Ophthalmic Physiol Opt. 
2021;41:1125– 33.

 26. Watson AB. QUEST+: a general multidimensional Bayesian adap-
tive psychometric method. J Vis. 2017;17:10. https://doi.org/10.1167/ 
17.3.10

 27. Dorr M, Elze T, Wang H, Lu ZL, Bex PJ, Lesmes LA. New precision 
metrics for contrast sensitivity testing. IEEE J Biomed Health Inform. 
2018;22:919– 25.

 28. Dorr M, Lesmes LA, Lu ZL, Bex PJ. Rapid and reliable assessment of 
the contrast sensitivity function on an iPad. Invest Ophthalmol Vis 
Sci. 2013;54:7266– 73.

 14751313, 0, D
ow

nloaded from
 https://onlinelibrary.w

iley.com
/doi/10.1111/opo.13230 by C

ity U
niversity O

f L
ondon L

ibrary, W
iley O

nline L
ibrary on [03/10/2023]. See the T

erm
s and C

onditions (https://onlinelibrary.w
iley.com

/term
s-and-conditions) on W

iley O
nline L

ibrary for rules of use; O
A

 articles are governed by the applicable C
reative C

om
m

ons L
icense

https://orcid.org/0000-0001-6833-6043
https://orcid.org/0000-0001-6833-6043
https://orcid.org/0000-0001-6833-6043
https://orcid.org/0000-0002-3616-2859
https://orcid.org/0000-0002-3616-2859
https://orcid.org/0000-0002-7402-4350
https://orcid.org/0000-0002-7402-4350
https://orcid.org/0000-0002-7402-4350
https://orcid.org/0000-0001-7672-8397
https://orcid.org/0000-0001-7672-8397
https://doi.org/10.1186/s12886-018-0982-0
https://doi.org/10.1167/17.3.10
https://doi.org/10.1167/17.3.10


12 |   CONTRAST SENSITIVITY TESTING IN CHILDREN

 29. Elfadaly D, Abdelrazik ST, Thomas PBM, Dekker TM, Dahlmann- Noor 
A, Jones PR. Can psychophysics be fun? Exploring the feasibility of 
a gamified contrast sensitivity function measure in amblyopic chil-
dren aged 4– 9 years. Front Med. 2020;7:469. https://doi.org/10.3389/
FMED.2020.00469

 30. Liu X, Wang Y, Ying X, Zhang F, Huang J, Yu H, et al. Contrast sensi-
tivity is associated with chorioretinal thickness and vascular density 
of eyes in simple early- stage high myopia. Front Med. 2022;9:847817. 
https://doi.org/10.3389/fmed.2022.847817

 31. Rosenkranz SC, Kaulen B, Zimmermann HG, Bittner AK, Dorr M, 
Stellmann JP. Validation of computer- adaptive contrast sensi-
tivity as a tool to assess visual impairment in multiple sclerosis 
patients. Front Neurosci. 2021;15:591302. https://doi.org/10.3389/
fnins.2021.591302

 32. Silverman RF, Kasetty M, Vingopoulos F, Katz R, Cho J, Lesmes LA, 
et al. Measuring contrast sensitivity function with active learn-
ing in retinal vein occlusion: a new endpoint of visual function. 
Ophthalmic Surg Lasers Imaging Retina. 2020;51:392– 400.

 33. Gu L, Deng S, Feng L, Yuan J, Chen Z, Yan J, et al. Effects of mon-
ocular perceptual learning on binocular visual processing in ado-
lescent and adult amblyopia. iScience. 2020;23:100875. https://doi.
org/10.1016/j.isci.2020.100875

 34. Painter S, Ramm L, Wadlow L, O'Connor M, Sond B. Parental home 
vision testing of children during Covid- 19 pandemic. Br Ir Orthopt J. 
2021;17:13– 9.

 35. Patel A, Fothergill AS, Barnard KEC, Dunbar H, Crossland MD. 
Lockdown low vision assessment: an audit of 500 telephone- 
based modified low vision consultations. Ophthalmic Physiol Opt. 
2021;41:295– 300.

 36. Nguyen M, Waller M, Pandya A, Portnoy J. A review of patient and 
provider satisfaction with telemedicine. Curr Allergy Asthma Rep. 
2020;20:72. https://doi.org/10.1007/s1188 2- 020- 00969 - 7

 37. Vosburg RW, Robinson KA. Telemedicine in primary care during the 
COVID- 19 pandemic: provider and patient satisfaction examined. 
Telemed J E Health. 2022;28:167– 75.

 38. Holmner Å, Ebi KL, Lazuardi L, Nilsson M. Carbon footprint of tele-
medicine solutions— unexplored opportunity for reducing carbon 
emissions in the health sector. PLoS One. 2014;9:e105040. https://
doi.org/10.1371/journ al.pone.0105040

 39. Gottlob I, Maconachie G. BMJ best practice: amblyopia. London: 
BMJ Publishing Group; 2021.

 40. Redmayne JK, Russell HC. Real- world application of home visual 
acuity testing for pediatric teleophthalmology during the COVID- 19 
pandemic. J Pediatr Ophthalmol Strabismus. 2022;59:296– 302.

 41. Silverstein E, Williams JS, Brown JR, Bylykbashi E, Stinnett SS. 
Teleophthalmology: evaluation of phone- based visual acuity in a 
pediatric population. Am J Ophthalmol. 2021;221:199– 206.

 42. Birch EE, Hudgins LA, Jost RM, Cheng- Patel CS, Morale SE, Kelly KR. 
Web- based visual acuity testing for children. J AAPOS. 2022;26:61.
e1– 61.e5.

 43. Sii S, Chean CS, Kuht HJ, Thomas MG, Rufai SR. Home- based screen-
ing tools for amblyopia: a systematic review protocol. BMJ Open. 
2021;11:e051830. https://doi.org/10.1136/bmjop en- 2021- 051830

 44. Milling A, O'Connor A, Newsham D. The importance of contrast sen-
sitivity testing in children. Br Ir Orthopt J. 2014;11:9– 14.

 45. Wang G, Zhao C, Ding Q, Wang P. An assessment of the contrast sen-
sitivity in patients with ametropic and anisometropic amblyopia in 
achieving the corrected visual acuity of 1.0. Sci Rep. 2017;7:42043. 
https://doi.org/10.1038/srep4 2043

 46. Thayaparan K, Crossland MD, Rubin GS. Clinical assessment of two 
new contrast sensitivity charts. Br J Ophthalmol. 2007;91:749– 52.

 47. Lesmes LA, Lu ZL, Baek J, Albright TD. Bayesian adaptive estimation 
of the contrast sensitivity function: the quick CSF method. J Vis. 
2010;10:1– 21.

 48. Anderson HA, Mathew AR, Cheng H. Evaluation of the SpotChecks 
contrast sensitivity test in children. Ophthalmic Physiol Opt. 
2023;43:64– 72.

 49. Kommerell G, Schmitt C, Kromeier M, Bach M. Ocular prevalence 
versus ocular dominance. Vision Res. 2003;43:1397– 403.

 50. Bland JM, Altman DG. Comparing methods of measurement: why 
plotting difference against standard method is misleading. Lancet. 
1995;346:1085– 7.

 51. Cronbach LJ. Coefficient alpha and the internal structure of tests. 
Psychometrika. 1951;16:297– 334.

 52. Cho E, Kim S. Cronbach's coefficient alpha: well known but poorly 
understood. Organ Res Methods. 2015;18:207– 30.

 53. Ou WC, Lesmes LA, Christie AH, Denlar RA, Csaky KG. Normal-  
and low- luminance automated quantitative contrast sensitivity 
assessment in eyes with age- related macular degeneration. Am J 
Ophthalmol. 2021;226:148– 55.

 54. Mei M, Leat SJ. Suprathreshold contrast matching in maculopathy. 
Invest Ophthalmol Vis Sci. 2007;48:3419– 24.

 55. Hou F, Lesmes LA, Kim W, Gu H, Pitt MA, Myung JI, et al. Evaluating 
the performance of the quick CSF method in detecting con-
trast sensitivity function changes. J Vis. 2016;16:18. https://doi.
org/10.1167/16.6.18

 56. Miller JM, Jang HS, Ramesh D, Gonzalez Marshall MS, Yescas S, 
Harvey EM. Telemedicine distance and near visual acuity tests for 
adults and children. J AAPOS. 2020;24:235– 6.

 57. O'Connor A, Waters M, England L, Milling A, Kay H. Evaluation of a 
new method to track changes in vision at home for children under-
going amblyopia treatment. Br Ir Orthopt J. 2021;17:70– 8.

 58. Racano E, Malfatti G, Pertile R, Delle Site R, Romanelli F, Nicolini A. A 
novel smartphone app to support the clinical practice of pediatric 
ophthalmology and strabismus: the validation of visual acuity tests. 
Eur J Pediatr. 2023. Online ahead of print. https://doi.org/10.1007/
s0043 1- 023- 05058 - 1

 59. Morrongiello BA, Corbett M. The Parent Supervision Attributes 
Profile Questionnaire: a measure of supervision relevant to chil-
dren's risk of unintentional injury. Inj Prev. 2006;12:19– 23.

 60. Bhorade AM, Perlmutter MS, Wilson B, Kambarian J, Chang S, 
Pekmezci M, et al. Differences in vision between clinic and home 
and the effect of lighting in older adults with and without glau-
coma. JAMA Ophthalmol. 2013;131:1554– 62.

 61. Crossland MD, Dekker TM, Jones PR, Thomas PBM. Comparing 
home-  and clinic- based visual acuity testing. Arch Ophthalmol. 
2022;140:1021– 2.

How to cite this article: Crossland MD, Dekker TM, 
Dahlmann- Noor A, Jones PR. Can children measure 
their own vision? A comparison of three new 
contrast sensitivity tests. Ophthalmic Physiol Opt. 
2023;00:1–12. https://doi.org/10.1111/opo.13230

 14751313, 0, D
ow

nloaded from
 https://onlinelibrary.w

iley.com
/doi/10.1111/opo.13230 by C

ity U
niversity O

f L
ondon L

ibrary, W
iley O

nline L
ibrary on [03/10/2023]. See the T

erm
s and C

onditions (https://onlinelibrary.w
iley.com

/term
s-and-conditions) on W

iley O
nline L

ibrary for rules of use; O
A

 articles are governed by the applicable C
reative C

om
m

ons L
icense

https://doi.org/10.3389/FMED.2020.00469
https://doi.org/10.3389/FMED.2020.00469
https://doi.org/10.3389/fmed.2022.847817
https://doi.org/10.3389/fnins.2021.591302
https://doi.org/10.3389/fnins.2021.591302
https://doi.org/10.1016/j.isci.2020.100875
https://doi.org/10.1016/j.isci.2020.100875
https://doi.org/10.1007/s11882-020-00969-7
https://doi.org/10.1371/journal.pone.0105040
https://doi.org/10.1371/journal.pone.0105040
https://doi.org/10.1136/bmjopen-2021-051830
https://doi.org/10.1038/srep42043
https://doi.org/10.1167/16.6.18
https://doi.org/10.1167/16.6.18
https://doi.org/10.1007/s00431-023-05058-1
https://doi.org/10.1007/s00431-023-05058-1
https://doi.org/10.1111/opo.13230

	Can children measure their own vision? A comparison of three new contrast sensitivity tests
	Abstract
	INTRODUCTION
	METHODS
	Participants and recruitment
	Letter contrast sensitivity
	Manifold (Screen-based optotype vision test)
	PopCSF (Gamified vision test)
	Spotchecks (Paper-based vision test)
	Procedure
	Level of supervision
	Statistical analysis
	Ethics statement

	RESULTS
	Participants
	Test feasibility (completion rates)
	Test accuracy (agreement with reference standard)
	Test reliability (test–retest repeatability)
	Effects of age
	Test duration
	Children's preferences and views regarding the frequency of home testing

	DISCUSSION
	Strengths and limitations

	CONCLUSIONS
	AUTHOR CONTRIBUTIONS
	FUNDING INFORMATION
	CONFLICT OF INTEREST STATEMENT
	DATA AVAILABILITY STATEMENT

	PARTICIPANT CONSENT
	REFERENCES


