
This is the accepted version of the paper.

This version of the publication may differ from the final published version.

Permanent repository link: https://openaccess.city.ac.uk/id/eprint/14766/

Link to published version:

Copyright: City Research Online aims to make research outputs of City, University of London available to a wider audience. Copyright and Moral Rights remain with the author(s) and/or copyright holders. URLs from City Research Online may be freely distributed and linked to.

Reuse: Copies of full items can be used for personal research or study, educational, or not-for-profit purposes without prior permission or charge. Provided that the authors, title and full bibliographic details are credited, a hyperlink and/or URL is given for the original metadata page and the content is not changed in any way.
PHOTOPLETHYSMOGRAPHIC (PPG) SIGNALS RECORDED FROM THE HUMAN OESOPHAGUS

A R Moye, P A Kyriacou, A Gregg, D P Jones, R M Langford.

Anaesthetics Dept, St. Bartholomew's Hospital, London, UK

Background and Goal of study: Although a major advance in clinical monitoring, pulse oximetry may fail when peripheral perfusion is poor (1). Measurement of arterial oxygen saturation (SpO$_2$) at the cricopharyngeus has been attempted in anaesthetised patients, but readings varied with the orientation of the probe (2), and suffered from signal failure (3). We have recorded PPG signals from the lower oesophagus to determine optimal recording depth and signal quality.

Materials and Methods: We constructed a reflectance PPG probe using miniaturised light emitters, with peak emission wavelengths at 880nm (infra-red) and 655nm (red), and a photodetector. These were mounted on a thin circuit board, which fits into a conventional 20 French gauge disposable transparent stomach tube. With Ethics Committee approval, we studied 20 healthy adults undergoing elective surgery, for which general anaesthesia included tracheal intubation. The PPG probe was inserted into the oesophagus at the time of direct laryngoscopy, and an identical probe placed on a finger. Both were connected to an electrically isolated processing system, with identical gain for each channel, and signals were displayed on a computer.

Results and Discussion: The example illustrated shows PPG traces with the oesophageal amplitude approximately six times greater than the simultaneous finger PPG. The artefact in the centre is due to switching between wavelengths. In all patients we were able to obtain oesophageal PPG’s of good quality. For the majority, PPG signals of large amplitude were recorded at depths of 20, 25 and 30cm from the incisor teeth.

Conclusion: The red and infrared wavelengths used are suitable for pulse oximetry and the amplitudes of the oesophageal PPGs are consistently larger than those obtained from the finger. Therefore, the lower oesophagus may well provide more reliable SpO$_2$ monitoring in patients with poor peripheral circulation than upper oesophageal or peripheral placement.


Acknowledgement: The authors thank the Joint Research Board of St. Bartholomew’s Hospital for financial support.